Construction and implementation of a TDCR system at ANSTO.
A triple-to-double coincidence ratio (TDCR) liquid scintillation counting system has been recently constructed at Australian Nuclear Science and Technology Organization (ANSTO). A description of the system and measured activities for sources such as (3)H, (14)C, and (241)Am are presented.